[Non-valvular cardiac devices endocarditis].
The risk of infective endocarditis on pacemaker or ICD is not negligible and has increased in recent years. Several host-related, procedure-related, or device-related risk factors have been recognized. Owing to its potential severity, the possibility of infective endocarditis should be envisaged in patients with repeated pulmonary infections or documented bacteremia and transesophageal echocardiography should then be used. The most common germs causing pacemaker endocarditis are staphylococci. Treatment requires prolonged antibiotic therapy and retrieval of the pacemaker and leads.